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Certificate of Test  
Electrical Safety 

for 

DEFIBRILLATOR 
     
Date of Issue: 17th September 2010   
     
SGS Reference: ELS126959/1/Amd 2/C/RG/09                                                                        

(This certificate replaces and supersedes ELS 126959/1/C/RG/09) 

     
Details of Sample: Model: Heartsine Samaritan PAD, SAM300P 

Rated:  Non rechargeable lithium battery 18V, 800mA Pad-Pak, 0 – 50°C, 
IP56, Defibrillation proof with type BF applied parts. 150/150/200J 

Date of Receipt: 11
th
 June 2009   

Date of Test: 17
th
 June 2009 to 22

nd
 July 2009 

Test Specification: Test for compliance with *EN 60601-2-4:2003 (Particular requirements for 
the safety of cardiac defibrillators) in conjunction with EN 60601-1:1990 
+A1:93, A11:93, A12:93, A2:95 & A13:96 (Medical electrical equipment – 
General requirements for safety) and *ANSI/AAMI DF80 :2003          
(excluding Biocompatibility, EMC, PEMS, Usability, Alarm systems & 
Equipment systems). IP not re-assessed. 

Conclusion: The sample tested was found to comply with the Test Specification, based 
upon previous testing and assessment of the changes to the device. 

 

 

 

 

 

 

 

 
 Test Engineer: Counter Signatory:  

    

 M. W. Garfitt A. Pers 

 
All enquires relating to this certificate must be directed to the Test Engineer 


